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Safety and effectiveness of small diameter titanium implants
with a novel nanostructured calcium-incorporated titanium
surface (Xpeed) placed in narrow ridge: A 1-year Prospective and
Multicenter study



To evaluate the clinical safety and effectiveness of
Mini™ implant system in incisor in lateral maxillary/
central mandibular area. (Mini™ internal implant system,
MegaGen Implant Co. Limited, Gyeongbuk, South
Korea)

Aim of the study



�Anamneses

� V.P., Male, Age 46

� High blood pressure , 

� Diabetes Mellitus II

� Smoking

�Treatment Plan

� Mini Implant 41 – 3.0 x 13mm

� AnyRidge Implants

�36 

�45 

�46

Mini and AnyRidge case report



Preoperative photographs and 
panoramic radiograph



Surgical procedure of mini implant and 
intaoral radiograph immediately after surgery



Prosthetic procedure of mini implant



Final ceramic cemented crown in mini 
implant and metaloceramic screwed crowns in 
anyridge implants. Final panoramic radiograph


